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Breath tube 40-44 degrees celcius 
 
Flow thermistor 100 degrees celcius in absense of air flow 
  Circuit to maintain temp @ 100 C 
  Temp kept constant & change in current to maintain temp is approximately equal  

to the flow of breath 
 
potentiometer on back board (locate thru port hole next to antenna) can adjust light intensity of  

display 
 
test results held in allocated memory, after printing results are moved to non-volatile memory 
 
#6/32 screws (gr. screw) 
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