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INVALID SAMPLE
 

•	 DISPLAY - lnURLIC SRmPLE 

•	 PRINTED - INVALID SAMPLE 
***MOUTH ALCOHOL DETECTED*** 

OBSERVE SUBJECT FOR TWENTY MINUTES 
BEFORE PERFORMING ANOTHER BREATH 
TEST ON THIS SUBJECT ALL TEST
 
INFORMATION IS PRINTED
 

•	 LOG- .MOA (MOUTH ALCOHOL) 

•	 CAUSE - INDICATES MOUTH ALCOHOL 
PRESENT. 

•	 ACTION - OPERATOR MUST REPEAT 20 
MINUTE OBSERVATION PERlOD BEFORE 
STARTING ANOTHER EBAT 

This action must be separated by another 20 minute observation or the 
following EBAT test will be considered forensically invalid and not of 
evidentiary quality. 

NOTES: 
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